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CAUTION

Thisdevice is not designed to be connected with any eectrical equipment unless manufactured and
approved by Rich-Mar.

NOTE: Thisincludes whirlpools and carbon eectrodes NOT manufactured by Rich-Mar.

CAUTION: When using carbon eectrodes with any Rich-Mar simulator, a moistened interface (cloth
or sponge) MUST be utilized between these e ectrodes and the patient to avoid skin irritation and/or
electrica burns.

NOTE: Thisdeviceis equipped with aLow Current Sensor that detects poor conduction of current and
will give acaution if detected. This sensor can be overridden or disabled. Please identify the problem
before overriding the sensor.
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LIMITED WARRANTY

This equipment is sold under an exclusive one-year warranty from dete of sale, which warrantsit to be
free from defects in materid and workmanship. We agree to repair or replace at the point of manufac-
ture, without charge, dl parts showing such defects, provided the unit is delivered to us, prepaid to our
factory, intact for our examination, within one year from date of sale, and provided such examination
disclosesin our find judgement that it is defective.

This warranty does not apply if the equipment has been subject to misuse, neglect, accidents, incorrect
wiring (not our own), improper ingdlation, or put to use in violation of ingtructions furnished by us, has
been damaged by excess voltage or has been repaired or dtered outside our factory or if the equipment
has had its serial number dtered or removed.

Changes. Rich-Mar reserves the right to modify or change the equipment in whole or in part, a any time
prior to ddivery, in order to include refinements deemed appropriate by the Company but without
incurring any liability to modify or change equipment previoudy dedivered, or to supply new equipment in
accordance with earlier specifications. Thiswarranty will be honored only if the enclosed card isfilled
out and returned to the factory. This warranty isvaid only to original purchaser.

Thiswarranty isexpresdy in lieu of dl other warranties expressed or implied including the warranties of
merchantability and fitness for use and dl other obligations on our part, and we neither assume, nor
authorize any other person to assume for us, any other liability in connection with the sale or use of this
equipment. In no event shall we be liable for consequentia or speciad damages. We make no warranty
whatsoever in respect to accessories or parts not supplied by us.



Rich-Mar Muscle Stimulator Indicationsfor Treatment
(For Biphasic, Monophasic,
and Russian Wavefor ms)

Rich-Mar stimulation devices are indicated for the following conditions:

1) Relaxation of muscle spasms.

2) Prevention or retardation of disuse arophy.

3) Increasing locad blood circulation.

4) Muscle re-education.

5) Mantaining or increasing range of motion.

6) Immediate post-surgical stimulation of calf musclesto prevent venous thrombosis.

If the device has Quadpolar Interferential or Bipolar Interferential output capabilitiesthey are
also indicated for the following conditions:

7) Symptomatic relief of chronic, intractable pain.

8) Management of pain associated with post-traumatic or post-operative conditions.

Rich-Mar Microamperage Pulsed Current Indicationsfor
Treatment

(Microcurrent)

Rich-Mar stimulators that have microcurrent output are indicated for the following conditions:
1) Symptométic rdlief of chronic, intractable pain.
2) Management of pain associated with post-traumatic or post-operative conditions.



Rich-Mar Muscle Stimulator

Contraindications and Warnings
(For Quadpolar, Bipolar, Biphasic,
Monophasic & Russian Wavefor ms)

WARNING - Federd law restricts this device to
sale by or on the order of aphysician or any other
practitioner licensed by the law of the state in
which said person practices.

Contraindications

This device should not be used in the following
areas:

1) On persons wearing a cardiac pacemaker.

2) On persons who have known or suspected
malignant lesions. Thisincludes cancer patients.
3) Over the cartoid sinus area.

4) Trancerebrally.

5) Over the pregnant uterus.

Warnings

1) The long-term effects of chronic e ectrical
gimulation are unknown.

2) Adequate precautions should be taken when
gimulation is used on persons with suspected heart
problems.

3) Adequate precautions should be taken when
stimulation is used on persons with suspected or
diagnosed epilepsy.

4) Severe spasm of the laryngeal and pharangeal
muscles may occur when the electrodes are
positioned over the neck or mouth. The contractions
may be strong enough to close the airway or cause
difficulty in breathing.

5) Electrica stimulation should not be used in
electrically sensitive areas.

6) Electrical muscle stimulation (EMS) should not
be used over swollen, infected, or inflamed areas of
skin eruptions (e.g., phlebitis, thrombo phlebitis,
varicose veins).

7) Caution should be used in the transthoracic
application of eectrical muscle stimulation (EMS) in
that the introduction of eectrica current into the
heart may cause arrythmias.

8) Electrica muscle stimulation (EMS) devices
should be kept out of the reach of children.

9) Safety has not been established for use of
electrical stimulation during pregnancy.

10) This device should be used only under the
continued supervision of a physician.

11) Transcutaneous Electrical Nerve Stimulation
(TENS) is a symptomatic treatment and as such
suppresses the sensation of pain, which would
otherwise serve as a protective mechanism.

Precautions

Precautions should be taken when using a Rich-
Mar muscle stimulator in the presence of one or
mor e of the following conditions:

1) When there is a tendency to hemorrhage follow-
ing acute trauma or fracture.

2) Following recent surgical procedures when
muscle contractions may disrupt the healing pro-
Ccess.

3) Over the mengtruating uterus.

4) When sensory damage is present by aloss of
norma skin sensation.

5) When using this device at current outputs above
40mA, extra caution should be observed to avoid
burns by using an adequate conductive medium and
by frequently using an aternate electrode place-
ment.

6) Isolated cases of skin irritation may occur at the
site of eectrode placement following long-term
application.

Adver se Reactions

Adverse reactions to electrica stimulation are
usually limited to sensations of discomfort. Exces-
sive stimulation can cause muscle spasms as well
as soreness such as can be expected with exces-
sive naturd exercise. In all cases, treatment should
not exceed the patient’ s comfortable tolerance to
the stimulation levdl.

NOTE: Skinirritation and burns beneath the
electrodes have been reported with the use of
muscle stimulators.



Contraindications and War nings

(For Microamperage Pulsed Current
Waveform/ Microcur rent)

Contraindications

This device should not be used in the following
areas:

1) On persons wearing a cardiac pacemaker.

2) On persons who have known or suspected
malignant lesions. Thisincludes cancer patients.
3) Over the cartoid sinus area.

4) Trancerebrally.

5) Over the pregnant uterus.

6) Whenever pain syndromes are undiagnosed, until
etiology has been established.

Warnings

1) Thisdevice is not effective for pain of the
central origin (this includes headaches).

2) The long-term effects of chronic eectrica
stimulation are unknown.

3) Safety has not been established for the use of
microcurrent during pregnancy.

4) Adequate precautions should be taken in the
cases of persons with suspected or diagnosed
seizures or heart problems.

5) This deviceis to be used as asymptomatic
treatment for pain and has no curative value.

6) Patients should be cautioned and their activities
regulated if pain is suppressed that would otherwise
Serve as a protective mechanism.

7) Electronic monitoring equipment (such as ECG
monitors and ECG aarms) may not operate prop-
erly when the stimulation is on.

8) This device should be used only under the
continued supervision of a physician.

9) The user MUST keep the device out of the
reach of children.

Precautions

1) Isolated cases of skin rash may occur at the site
of electrode placement, following long-term applica-
tion. The irritation can usualy be reduced by use of
an alternate electrode placement and/or an aterna-
tive conductive medium.

2) Effectiveness of this treatment is dependent
upon patient selection.

Adverse Reactions

Skin irritation and burns beneath the € ectrodes have
been reported with the use of transcutaneous nerve
stimulators.



Introduction
The Rich-Mar Theratouch 3.3 and 4.7 are powerful
and easy-to-use stimulators, providing the most
flexible selection of waveforms for treatment. This
manual is meant to give a brief introduction to the
Theratouch 3.3 and 4.7

The Theratouch 4.7 makes use of atouch screen
and the 3.3 uses the director dia exclusively. Both
formats make the Theratouch operation extremely
easy and flexible.

The Theratouch 3.3 and 4.7 screens may have
dightly different graphics but their content and flow
are dmost identical. The Theratouch 3.3 provides
the option of picking any three waveforms, whereas
the 4.7 provides six. The Theratouch 3.3 may have
some waveforms in the following examples not
available in other units.

User Interface

The Theratouch units are meant to use, not con-
fuse. Paramount to their design was an interface
that actually made treatment set up less daunting
and more efficient. To facilitate this, the main input
controls include the touch screen (for the 4.7 only),
the director dial, and the stop/clear button.

Touch-Screen/Status Screen

The 4.7 utilizes a touch-screen to navigate through
the software-driven operation of the Theratouch.
The touch-screen on the 4.7 is activated by a
moderate amount of pressure to any of the buttons
on the screen. After pressing each button, an
audible beep will sound to signify that a choice has

been accepted. The screen on the Theratouch 3.3
functions as a status screen, with the director dia
functioning as a mouse to choose different treat-
ment options.

Director Dial

The director dial is avery useful and powerful input
tool for the 4.7 and especidly the 3.3. For the 4.7,
the dial will allow precise control over parameters
such asintensity, balance, pulse rates, time, etc.
Another feature of the director dial is its accept
mechanism which activates by “clicking down” on
the did. Thus, when setting intensity, turn the dia to
an acceptable level and click down to accept or
select. The Theratouch 4.7 will beep when the
information has been accepted. The dial icon will
appear on the 4.7 screen when the did is active for
an application (i.e.- to set a pulse rate or scroll
through treatment choices).

The director did isthe single input device for the
3.3. The director dia works much like a computer
mouse to highlight and choose selections. It controls
all aspects of the machine except for the immediate
treatment override provided by the stop/clear
button. The director dial alows sdlection of trest-
ment modes, waveforms, and provides precise
control over parameters such as intensity, balance,
pulse rates, time, etc. Once a choice is highlighted
on the screen, select that choice by clicking down
on the knob. Thus, when setting the intensity, turn
the knob to an acceptable level and push it down to
accept. The Theratouch 3.3 will also beep to signify
that the information has been accepted.

Touch Screen/

Status Screen




Stop/Clear Button

The stop/clear button is a touch-sensitive button
that will stop trestment and clear the screen back to
the main menu when pressed. This button func-
tions asthe immediate treatment override.

Theratouch Operation
L ogo Screen
Firg, turn the unit on by pressing the switch on the
back of the device. Screen 1 will appear with the
Rich-Mar logo, Theratouch name, and the software
version of the unit. After five seconds, the main
menu will automaticaly be painted.

Main Menu

The main menu for both the Theratouch 4.7 and the
3.3 stimulators will appear next. From this menu,
any combination of treatments, frequencies, and
waveforms can be utilized, including aternating,
surged, and pulsed rate chain options as well as
1IMHz and 3MHz. There are three basic
Theratouch forms of treatment. Each will be
explained aong with ingtructions for set up and the
parameters involved. The thee forms include:
QuikSets, Presets, and Wave(form) treatments.

QuikSets

The QuikSets are the first three buttons from the
left of the channdl indicator. They are |abeled
Quik1, Quik2, and Quik3. By sdlecting one of the
QuikSets, trestment is completely set up for the
user. Only the intensity will need to be set. The
QuikSets are ideal for most common treatments.
Simply enter the QuikSet’ s parameters once, or use
the factory settings. Each QuikSet can also be
named (up to five characters). The “Defaults’
section will further explain how to set parameters
and name QuikSets.

Presets

The preset button will alow accessto amenu of six
preset treatments that work in the same manner as
the QuikSets. Each of the presets can be pro-
grammed with specific names. By selecting the
preset button, the user can scroll through the preset
menu settings. Once a preset is selected and
intensity is set, set up is complete. The “ Defaults’
section will further explain set up of Presets.

Wave

The wave button shows all the waveforms available
in the Theratouch. Once awaveform is selected, all
parameters will appear for that choice, including

mode, time, pulse rate, vector, phase duration, phase
interval, etc., depending upon the waveform. The
QuikSets and Presets alow a set treatment to be
accessed very quickly, whereas the wave button
alows the user to customize and adjust al param-
eters of a particular treatment. Operation of the
wave button will be explained in greater detail in the
“Genera Operation” section.

System
Select the system button at the bottom of the main
menu. The ramps and low flow monitor buttons will

appear.

Ramp up and Ramp Down

The ramp up button alows the user to adjust the
amount of time it takes to achieve the set treatment
intensity in asurged or adternating mode. For
example, if the ramp up is set at four seconds, it will
take four seconds of on time to reach the treatment
intensity. The same applies to the ramp down. If set
for three seconds, it will take three seconds of off
time for the intensity to decrease to zero in asurge
mode. Ramp up is adjustable from one to five
seconds and ramp down is adjustable from zero to
five seconds. These are adjusted by selecting the
appropriate button, rotating the did to select ramp
time, and clicking down to enter.

Defaults

In the main menu, select the defaults button next to
the system button. The defaults set up menu allows
the user to customize the Theratouch via QuikSets

and Presets set up.

Setting QuikSets and Presets

Customizing QuikSets and Presetsis very smple.
To start, select the Quik3 button. All parameters
will appear to customize the Quik3 treatment. If the
waveform button is seected, the knob icon will
appear in the upper-right corner of the screen. This
indicates that the knob should be used to scroll
through the waveform options. Click down on the
knob to accept the desired option. Treatment
parameters are provided after the waveform is
chosen.

The QuikSets can be named after parameters have
been adjusted and chosen. Select TMT NAME and
rotate the dia to the desired letter or number. Click
down on each desired |etter or number until com-
plete. Choices will be saved when the Exit button is
selected.



Presets are programmed in much the same way as
the QuikSets. In the defaults screen, select any of
the TMT DEFAULTS buttons. The same param-
eter choices will appear as were used for the
QuikSets. Select the waveform and all subsequent
parameters for treatment, name the treatment, and
select the Exit button to save the Preset.

General Operation
Wave Operation
Depending upon the device in use (Theratouch 4.7
or 3.3) some or dl of the following waveforms will
be available for use: Quadpolar Classic Interferen-
tia, Premodulated Bipolar Interferential, Monopha-
sc (High Volt), Symmetric Square Biphasic,
Russian, and Microcurrent.

Each of these waveforms has different parameters
to some degree, but generally follow the same path
for set up in the wave and/or default menus.

Treatment Mode

Modes available in the Theratouch 3.3/4.7, depend-
ing upon the waveform selected, include continuous,
surge, dternate, and chain.

- Continuous will output continuoudy from one
channel (two for Quadpolar) at asingle pulse rate
or scan.

- Surge will output intermittently on one channd at
asingle pulse rate scan with a stated on and off
time.

- Alternate mode will output the same pulse rate or
scan between two different channels alternating at
aset time. It is capable of outputting different
intensities for each channel.

- Chain mode will alow the user to treat with one
pulse rate or scan for an entered time and then
switch to a different pulse rate or scan for another
entered time. It will continue to switch between the
two pulse rates or scans as long as treatment time
remains.

Treatment Time

To select the treatment time, select one of the
preset buttons or enter a different number with the
did. Click down on the dia to enter the time.

Pulse Rate

Select any of the preset rates or scans, or select
scan or fixed, which will allow the user to enter a
different number with the dia. When entering a
scan, use the dial to enter the low end, click down
on the did, enter the high end, and click the dia
down to accept that scan. To select fixed, enter the

fixed pulse rate with the did and click down to
accept.

Vector and Phase

Depending upon the chosen waveform, one of the
following may need to be entered:

- If Quadpolar or Bipolar Interferentia is selected,
vector selection options will include depth and
speed. Depth options include shallow, normal, deep
and none. If none is selected, the vector isturned
off. If depth is chosen, a speed of vector depth
movement must be selected. Vector speed choices
are dow, medium, and fast.

- If a phasic waveform was selected (Monophasic
or Biphasic), the phase duration and phase interval
must be selected.

Set Intensity
Thefinal step isto set intensity and press the did
down to accept.

Lead Cord Tester
The Theratouch units come incorporated with a
convenient and time-saving lead cord tester. To
access it, go to the system screen and press “Lead
Test”.

The warning to disconnect the leads from the
patient will appear. Once this has been completed,
press start.

Select one of the lead cords that is plugged in. Take
the two ends of that lead cord and press them
together. If the lead cord is till functioning cor-
rectly, a constant tone will sound and the graphics
for that channel will come together. Repeat the
same process for the other lead cords and chan-
nels.

Press the stop button to stop the test. Press exit to
return to the system menu.

Trouble Shooting
Rich-Mar Corporation takes pride in its Technica
Support Hotline: 1-800-762-4665. We have an
outstanding staff ready to take your cals and help
with diagnosing and troubleshooting problems.

If the screen isnot bright enough:
Try adjusting the screen contrast located in the
rear under the sllver cap.



Electrical Stimulation
Site Preparation, Electrode
Attachment, and M aintenance
Guidelines

1) Know the stimulation characteristics, indications,
and contraindications of the desired waveform. For
most patients, the Micro amperage current will be
sub-sensory. However, if stimulation sensation is
perceived, be sureit is set at alevel that is comfort-
able for the patient. On dl other muscle stimulation
and interferentia current therapy, be sure that the
intensity is set to acomfortable level. DO NOT
BRING UP THE INTENSITY UNTIL THE
FOLLOWING PROCEDURES HAVE BEEN
OBSERVED.

2) Clean the area(s) of the skin to be treated with
soap and water or an acohol wipe.

3) Excessive hair may be trimmed, but shaving is
not recommended immediately prior to electrode
placement.

4) Choose the appropriate size electrode(s) for the
body part being treated.

5) Be sure that the electrodes are securely attached
to the lead wires. See theillustration on the follow-
ing page for the appropriate patient lead wire
connections.

6) Avoid placing an electrode over areas of broken
skin, scars, moles, or unusua aress of skin discol-
oration. Also avoid skin folds/creases or areas of
impaired sensation.

7) The single patient self-adhesive electrodes are
well suited for most body areas in which electrica
stimulation would be used. Remove the electrodes
from the pouch and save it for subsequent storage
of the product. Carefully pedl the electrodes from
the release backing and apply it to the chosen site.
Press firmly to ensure uniform and secure contact
with the skin and begin stimulation treatment.

Electrode Storage and Maintenance
IMPORTANT: The adhesive properties of these
electrodes may be affected by ambient or patient
skin conditions. While out of the package, extreme
variations in humidity levels may affect the adhe-
sive properties of these electrodes.

To increase the adhesive properties of the elec-
trodes, add a few drops of water to the electrodes
conductive surface and spread evenly. Allow a
couple of minutes for the increase in tack.

REMOVAL AND STORAGE OF ELECTRODES:
Turn off the stimulation device and disconnect the
cabling. Remove the e ectrodes from the skin and
reapply to the plastic backing. Place in the pouch and
reseal for storage to maintain proper adhesive quality
when not in use. If possible, store the electrodesin a
refrigerator to maintain adhesive.

CAUTION: In multiple, consecutive treatments of a
patient, the electrodes should be discarded and
replaced if damaged, or when proper adhesive tack
or comfort can no longer be achieved. Electrodes
should be replaced when they lose their adhesive
qudlity, or when a change in simulation intengity is
noticed, or if the gel is separated. If in doubt about
the integrity or proper function, replace the e ectrode
before proceeding. In any instance, Rich-Mar
recommends that the self-adhesive electrode NOT
be used for more than 20 consecutive treatments.

Electrode Types and Sizes

Rich-Mar Corporation recommends the use of our
self-adhesive electrodes with this device. Either the
Blue Stim or Super Stim self-adhesive will provide
the proper conductive properties. The Blue Stim
electrodes comein sizesof 1.75" x 1.75" or 3.75" X
3.75". The sizes of the Super Stim electrodes are
1.75" x 1.75", 3.75" x 3.75", and a 2" diameter round
electrode.

Patient Lead Cord Maintenance
Rich-Mar Corporation recommends that your
patient lead cords be replaced annually.

Please note that your patient lead cords bear alabel
with a space provided to write in the date that the
lead cord was put into service (“Date in Service’).
Thereis aso a space to write in the replacement due
date (“Replace By”), which will be one year from the
date the lead cord was put into service.

Please take the time to write in these dates with a
permanent marker. Thiswill serve as a convenient
reminder of the age of your lead cords.

Some Rich-Mar muscle stimulators are equipped with
afeature that alows you to check lead cord continu-
ity. If your device is equipped with this feature, it is
recommended that the lead cords be checked at least
monthly. Checking lead cords on aroutine basis, and
replacing them annualy, will ensure your patient’s
comfort, safety, and the effectiveness of the treat-
ment.

1



Patient Electrode Connection

Plug shielded ends of lead cord into the output jacks on the device
(red end into red jack and white end into white jack for each channel)

12






Waveforms
The Theratouch 3.3/4.7 represent the most sophisti-
cated electrical waveform generation ever devel-
oped in electrotherapy. The waveforms are soft-
ware generated by an extremely sophisticated
computer that resides in each Theratouch. Because
of this generation, the Theratouch 3.3 and 4.7 can
grow with the future of electrotherapy.

Each waveform has characteristics that are
particularly well suited to a physiologica response.
Classic, or Quadpolar Interferentia, is the most
conventionaly thought to provide the smoothest
“feding” current available for sensory stimulation.
Symmetric, Square-Wave Biphasic current is
conventionaly thought to provide the smoothest
muscle contraction. Monophasic current provides a
net charge effect, when needed, provides low
current dengity stimulation, and historically has been
used when an ultrasound combination is utilized.
The Russian waveform is thought to be the best
waveform for motor contraction.

Within each waveform, a particular pulse rate or
“beat” frequency can be chosen. Low pulse rates
(0-10) are thought to be the best for indications
involving chronic problems, while higher pulse rates
(80-200) are thought to be best for indications
involving acute problems. A pulse rate of 50Hz is
thought to provide the best motor stimulation
(contraction) without rapid fatigue.

Broad base protocol conventions exist for al
electrical stimulation as described above, but within
each waveform, certain parameters are the key to
eliciting a particular response.

Helpful Hint:

If you desire further information regarding
waveform descriptions, recommended reading to
supplement this section is
ELECTROTHERAPEUTIC TERMINOLOGY in
Physical Therapy, published by the American
Physical Therapy Association. For more infor-
mation, contact the APTA, 1111 North Fairfax
Street, Alexandria, VA 22314-1488.

Quadpolar Interferential

(four pads)

Electrica stimulation at higher frequencies
(5000HZz) penetrates the skin easily (due to capaci-
tive effects of the skin) but has little therapeutic
effect. Lower frequencies (0-200) are therapeutic,
yet produce irritation or even pain if applied directly.
Interferential current utilizes two high frequencies
to pass through the skin barrier and then mixes the
two frequencies to produce alow frequency within
the tissues.

Quadpolar mode is named such because two
channels totaling four (quad) electrodes work in
conjunction to provide treatment of one site.

The Theratouch 3.3/4.7 provides Quadpolar
Interferential by producing two separate sine wave
outputs. By crossing these electrodes, the two sine
waves mix and produce a “beat” frequency within
the tissue. This beat is the difference in the two
sine wave outputs.

fuadpolar Interferential
Twen Chamnalz, Fonr alactrodaz

(AVAVAVAV

The Theratouch 3.3/4.7 produces 5000Hz sine
waves from channels one and three and produces
between 5000 and 5200Hz sine waves and chan-
nels two and four. Channels one and two operate in
concert to treat one site. Channels three and four
also operate together to treat one site. The user
may select afixed “beat” or pulse rate between
zero and 200. The user may also select a scan
setting which scans between alow “beat” and a
high “beat” setting.

Quadpolar Interferential Parameters:
Carrier Frequency: 5000Hz

Beat Frequency Fixed: 0-200Hz

Beat Frequency Scan Low: OHz t0200Hz

Beat Frequency Scan High: OHz to200Hz
Pulse Rate Chain: 0-200Hz, either Fixed and/or
Scan

Vector Options. Shallow, Normal, Deep
Vector Speeds: Sow, Medium, Fast
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Alternating Rate* Not Available

Surge Rates* On: Not Avallable, Off: Not Avail-
able

Ramp On: Variable 1-5 Seconds

Ramp Off: Variable 0-5 Seconds

Quadpolar Interferential

The Tota Output Current = 50mA rms. The meter
shown on the screen of the Theratouch islisted as
rms current. To convert rms to peak current,
multiply rms by 1.414. Examples are given below.

Meter Reading (ms) Peak Current

Milliamps (mA) Converson (mA)
5 7.1
10 14.1
15 21.2
20 28.2
25 354
30 424
35 49.5
40 56.6
45 63.6
50 70.7

Bipolar Interferential

Bipolar Interferential operates with a carrier
frequency but it is premodulated within the
Theratouch 3.3/4.7. This enables a single channel
(two-electrode) system to be used. Bipolar Interfer-
ential can select a pulse rate or a“beat” frequency
between five and 200Hz.

Bipolar If

Prermodulated

Bipolar Interferential Parameters:

Carrier Frequency: 5000Hz

Beat Frequency Fixed: 0-200Hz

Beat Frequency Scan Low: 5Hz to 200Hz
Beat Frequency Scan High: 5Hz to 200Hz
Pulse Rate Chain: 5-200Hz, either Fixed and/or
Scan

Vector Options. Shdlow, Norma, Deep
Vector Speeds: Slow, Medium, Fast
Alternating Rate: 2-99 Seconds

Surge Rates: On: 2-99 seconds, Off: 2-180 seconds
Ramp On: Variable 1-5 Seconds

Ramp Off: Variable 0-5 Seconds

Bipolar Interferential

The Tota Output Current = 30mA rms. The meter
shown on the screen of the Theratouch islisted as
rms current. To convert rmsto peak current,
multiply rms by 2.34 (1.414/.707). Examples are
given below:

Meter Reading (ms) Peak Current
Milliamps (mA) Converson (mA)

5 11.7

10 234

15 35.1

20 46.8

25 58.5

30 70.1
Biphasic

The Theratouch 3.3/4.7 aso has the capability to
produce a Symmetric Square-Wave Biphasic
stimulation having two phases per pulse - a positive
phase, followed by a negative phase. This produces
anet charge of zero.

R Biphasit
3= 50 to 00 1
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Biphasic Parameters:

Carrier Frequency: Not Applicable

Beat Frequency Fixed: 2-200Hz

Pulse Rate Chain: 2-200Hz, either Fixed and/or
Scan

Phase Duration: 50, 100, 150, 200 n&
Interphase Interva: 50, 100, 150, 200 n&
Alternating Rate: 2-99 Seconds

Surge Rates: On: 2-99 seconds, Off: 2-180 seconds
Ramp On: Variable 1-5 Seconds

Ramp Off: Variable 0-5 Seconds



Monophasic

The Theratouch 3.3/4.7 aso has the capability to
produce a Symmetric Square-Wave Monophasic
stimulation having two equa positive phases per
pulse. This resultsin a net charge effect. The
polarity of monophasic can be either positive or
negative (referring to the red pin for each channdl).
The Theratouch has the ability to change polarity
“on-the-fly”. To change polarity of the waveform
select the +/- button at any time while adjusting the
intengity of the monophasic waveform. The polarity
change utilizes a one-second “comfort ramp” down
and back up in intensity to make the polarity change
more gradual and comfortable.
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ADDITIONAL METERING

The Theratouch 3.3/4.7 displays three meters for
each monophasic waveform. The peak reading is
shown to the right of the bar. Below and left of the
bar (while treating) is a meter that shows average
charge per second. Thiswill vary with the number
of pulses-per-second. The third meter isto the right
and below the bar (while treating) and is an accu-
mulative net charge meter. It works much like an
odometer, multiplying average charge meter time by
the treatment time. Most experts say that thisisan
excellent way to determine the amount of total
current a Site has received.

Monophasic Parameters:

Carrier Frequency: Not Applicable

Pulse Rate: 2-200Hz

Pulse Rate Chain: 2-20Hz, either Fixed and/or Scan
Phase Duration: 50n5

Interphase Interva: 50, 100, 150, 200n5
Alternating Rate: 2-99 Seconds

Surge Rates: On: 2-99 seconds, Off: 2-180 seconds
Ramp On: Variable 1-5 Seconds

Ramp Off: Variable 0-5 Seconds

Micro Current
Micro current is a pulsed waveform that produces
50 n$ phases from .3-1000 pul ses-per-second. The

phases alternate from positive to negative every 2.7
seconds. The amplitude is adjustable from zero to
1000mA.

Ml Gurrant

A — ok

Positive — 2.7 sacond

Mecatros — 22 ¢ mrnrinnls

Microcurrent Parameters:

Carrier Frequency: Not Applicable

Pulse Rate: Fixed .3-1000Hz

Pulse Rate Chain: Fixed Low, Fixed High
Phase Duration: 50n8

Interphase Interval: Dependent upon pulse rate
Positive/Negative Interval: 2.7 seconds
Alternating Rate: Not Applicable

Surge Rates. Not Applicable

Ramp On: Not Applicable

Ramp Off: Not Applicable

Russian

Russian is a 2500Hz time-modulated waveform
having a sinusoidal frequency that is burst modu-
lated at 50% duty. Russian is not availablein a
continuous mode, but it is available in surge, ater-

nati ng, and continuous modes.
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Russian Parameters:

Carrier Frequency: 2500Hz

Beat Frequency: Fixed 5-200Hz

Scan: Low 5Hz to 200Hz, High 5Hz to 200Hz
Pulse Rate: 5-200Hz Fixed

Alternating Rate: 2-99 seconds

Vector Options. Not Available

Surge Rates. On 2-99 seconds, Off 2-180 seconds
Ramp On: Variable 1-5 seconds

Ramp Off: Variable 0-5 seconds
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Theratouch 3.3/4.7 Specifications
Dimensions ~ 17"W x 10'D x 5'H

Weight: 14 Ibs

Power Input: 110 VAC, 60Hz
220 VAC, 50 Hz

Power Consumption: 110 Waits
Fuse: 1AmMp

Line Leakage: Lessthan 50 mA

Theratouch 3.3/4.7
Accessories
The accessories that come standard with the
Theratouch 3.3/4.7 as well as the optional accesso-
ries available for the unit are listed below. Their
part numbers are included for easy reordering.

Standard Accessory Package
2) White pin lead cords LC1718A
2) Red pin lead cords LC1719A

2 packages of one of the following:
SuperStim self-adhesive electrodes

(175" x 1.75") PD1071
(2" Round) PD1072
(1L.75" x 3.75") PD1073
Optional Accessory Package

8) 4" round carbon electrodes PD1042
8) 4" round sponges for PD1042 PD1054
8) 2" x 30" Velcro straps VS2105

Other Accessories
BlueStim salf-adhesive el ectrodes
(175" x 1.75")
(1.75" x 3.75")

SuperStim self-adhesive electrodes
(175" x 1.75")

(2" Round)

(L.75" x 3.75")

Bananato Pin adapter
(et of two)

Pin to Banana adapter
(et of two)

Carbon electrodes (2.5" round)
Sponges for PD1044
Handle

Wall Bracket
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PD1031
PD1033

PD1071
PD1072
PD1073

LC1720

LC1721
PD1044
PD1055
CH3750

CH3754
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APPENDIX B
SCHEMATICS




