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Does the heater light come
on immediately upon S : Too much heat?
plugging the unit in? i__‘:" Is the heat working — YES &
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Bﬁm‘fﬁ;’;ﬁf When the heat is set ta 115
the start buttenis | degrees, and the temperature
YES pressed? is reached, does the heater
. light tum off and on
YES {oscillate) and then tum off
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; . Check the heater core resistance
There is a problem with the it should measure 15-17 ohms, YES
fuse, Fuse holder, the measure from the red wire to the
connection from the fuse to gray wire on the ﬂ.pin aAMmp
the PCB, or a trace from the connector (disconnected)
FCE to the 8-pin Amphenal Replace heater if open circuit is
conneclor detectad
—NO -
\J NO
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Check the 2-pin header connection Does the heater light
from the pressure switch. make sure continue to stay on? if
the pressure switch is functioning, 50, follow the calibration
you can jump the 2-pin connector out instriuctions and retest
on the PCB to verify the unit is the unit.
functioning correctly and either repair
the switch or leave it jumped out There is a problem with the

air circulation, there is likely
a leak around the motors or
heater door. if problem
persists, replace the
distributor.



